Backscatter of electrons from a beta spectrometer, with incomplete energy deposition, can lead to undesirable effects in many types of experiments. We present and discuss the design and operation of a backscatter-suppressed beta spectrometer that was developed as part of a program to measure the electronantineutrino correlation coefficient in neutron beta decay (aCORN). An array of backscatter veto detectors surrounds a plastic scintillator beta energy detector. The spectrometer contains an axial magnetic field gradient, so electrons are efficiently admitted but have a low probability for escaping back through the entrance after backscattering. The design, construction, calibration, and performance of the spectrometer are discussed.
Introduction
This beta spectrometer was developed as part of an experiment (aCORN) that measures the electron-antineutrino correlation a-coefficient in the beta decay of the free neutron. The most important features of neutron decay are described by the formula of Jackson, Treiman, and Wyld [1] which gives the neutron decay probability N as a function of the neutron spin direction (σ), and the momentum and total energy of the emitted electron (p e , E e ) and antineutrino (p ν , E ν ):
Here, τ n is the neutron lifetime and Q is 1293 keV, the neutron-proton rest energy difference. The parameters a, A, B, D are correlation coefficients that are measured by experiments. In the Standard Model of the electroweak interaction these observables are closely related to fundamental parameters such as the axial vector and vector coupling constants G A and G V and the first element V ud of the CKM matrix. The a-coefficient determines the average angular correlation of p e and p ν . It is known to a relative precision of 4 % from previous experiments [2, 3, 4] : a = −0.103 ± 0.004 [5] . An improved measurement of the a-coefficient may improve limits on scalar and tensor weak currents [6] and sharpen tests for possible conserved-vector-current (CVC) violation and second-class currents [7] .
The aCORN experiment employs an asymmetry method first proposed by
Yerozolimsky and Mostovoy [8, 9, 10] . It relies on a coincidence measurement of the beta electron and recoil proton. The electron energy and the time-of-flight (TOF) between electron and proton detection are measured. For each electron energy there are two groups of recoil protons, fast and slow, and the asymmetry in event rates of these is proportional to the a-coefficient. Unlike previous experiments, precise proton spectroscopy is not needed. The goal of aCORN is a measurement of the a-coefficient at the 1 % relative uncertainty level, about a factor of five improvement over past experiments. Complete details of the experiment, its methods, goals, and analysis can be found in [10, 11] .
A key design feature of the aCORN beta spectrometer is suppression of backscattered electrons. Electrons that backscatter from the beta spectrometer without depositing their full energy can lead to a significant systematic effect because the electron energy is misidentified in such events. Backscattered electrons produce a low energy tail in the energy response function of the spectrometer.
Based on Monte Carlo simulations of aCORN, we want this tail area to be <0.5
% of the full-energy peak. A plastic scintillator detector will backscatter typically about 5 % of incident electrons in the energy range 100 keV to 400 keV, so this implies a desired backscatter suppression efficiency of approximately 90 %.
Electron backscatter has long been recognized as a serious problem in beta spectroscopy using scintillation and solid-state detectors and various methods have been employed in the past to mitigate it [12, 13, 14, 15, 16, 17] . The particular needs of aCORN called for a novel solution.
Additional design requirements for the aCORN beta spectrometer include:
1. The beta electrons important to aCORN are in the energy range 100-400 keV and are selected by transverse momentum using a uniform axial magnetic field of about 36 mT and a series of collimating apertures with diameter 5.5 cm. These electrons must be accepted and counted by the beta spectrometer with high efficiency.
2. The electron energy response should be linear and measured with a calibration uncertainty of less than 2 %.
3. The spectrometer must fit within the 64 cm space between the bottom of the electron collimator and the floor. All accepted electrons with kinetic energy >100 keV strike the active area of the energy detector, a circular slab of plastic scintillator. Due to the shape of the magnetic field, when an electron backscatters from the energy detector the probability is low (about 3 %) for it to be transported back through the entrance without striking the veto detector, an octagonal array of eight plastic scintillator paddles. A time coincidence of signals in the energy and veto detectors indicates a likely backscatter event which can then be removed from the data set.
Design and Construction
Prior to submission of the aCORN proposal, a prototype spectrometer based on this design concept was built and tested, and the results presented in a previous publication [18] . The discussion here will focus on the second generation version that was used in the aCORN experiment. Gaussian width and tail area were allowed to vary in the fit. A constant term was also included in each fit, for a total of seven fit parameters for each main peak. This procedure produced effective fits for each of the sources used. Figure   9 shows a similar fit to the 113 Sn conversion electron peak. 
Neutron decay data
The aCORN experiment collected approximately two thousand hours of neutron decay data on the NG-6 beamline at the National Institute of Standards and Technology Center for Neutron Research in Gaithersburg, Maryland, USA. Figure 13 shows a typical 2D histogram, background subtracted, of proton TOF vs. beta energy for events where a beta electron and recoil proton were detected in coincidence. It forms a characteristic "wishbone" shape. For beta energies below about 400 keV, there are two distinct proton TOF groups, fast and slow.
The asymmetry in counts of these groups is proportional to the a-coefficient.
See [10, 11] for further discussion of the aCORN wishbone and its interpretation.
Electron backscatter from the beta spectrometer, if not sufficiently suppressed, will cause events to appear at the wrong (lower) energy in the wishbone and tend to fill in the gap between the fast and slow proton groups, confounding the asymmetry determination.
If we take the wishbone histogram and sum over TOF for each energy, we obtain the wishbone energy spectrum. This is essentially the Fermi beta decay energy spectrum, with its endpoint at 782 keV for neutron decay, modified by the aCORN transverse momentum acceptance of electrons and protons in coincidence. Figure 14 shows a wishbone energy spectrum fit to the calculated theoretical shape for aCORN. Here the theoretical spectrum has been convoluted with a Gaussian of width σ = c √ E, where E is beta kinetic energy and c is a constant. This √ E dependence of the energy resolution is expected for a scintillator detector whose resolution is limited by photoelectron counting statistics.
A good fit is obtained from 100-800 keV with four free parameters in the fit: the linear energy calibration slope and offset, an overall scale factor, and the energy resolution parameter c. In practice we found that this fit of the neutron decay wishbone energy spectrum provided the best energy calibration of the spectrometer for the experiment because: 1) there was no energy-dependent structure in the background that can cause systematic errors, unlike the conversion source spectra; 2) statistical uncertainties in the calibration slope and offset were smaller; and 3) it avoided problems due to a rate-dependent calibration offset that was observed.
Backscatter suppression efficiency
Based on its design we estimate the backscatter suppression efficiency of the spectrometer at approximately 90 %. Directly measuring it is a challenge.
Our best determination is from the neutron decay data which, unlike the conversion electron data, is free of source scattering that contributes significantly to a tail in the response function. Figure 15 (top) shows a comparison of the wishbone energy spectrum with and without events that produced a signal in the veto array. The bottom figure is the difference spectrum, the electrons that backscattered from the energy detector and then struck one of the veto paddles.
In the energy range 100 keV to 780 keV it contains 6.1 % of the unvetoed spectrum. To calculate the backscatter suppression efficiency, we need to compare this to the number of electrons that backscattered but were not vetoed. Our best measure of that is found in the kinematically forbidden gap between the fast and slow proton branches of the wishbone histogram ( figure 13) . Carlo simulation of the beta spectrometer showed that 3 % of backscattered electrons will escape through the opening in the veto array. We obtain from these considerations a probable backscatter suppression efficiency in the range 87-97 %, in good agreement with expectation.
Summary
We designed, constructed, and tested a plastic scintillator beta spectrometer. This spectrometer was used successfully for several years as part of the aCORN neutron decay correlation experiment at the NIST Center for Neutron Research.
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